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HEMODIALYSIS・ WITH GAMBRO FILTER （DISPOSABLE
              PARALLEL FLOW DIALYZER）
  Juichi KAwAMuRA， Tatsushiro OKABE， Akiyo YAMAsHiTA，
     Kenji SAwANi＄Hi， ，Kazuro KANAzu and Ak’ira HARA
From the Hemodialysis Unit， Kyoto University HosPital， KyotO， JaPan
               （Chief： Prof． T． KatD一， M． D．）
   Gambro filter （disposable parallel fiow dialyzgr， Alwall model） was used for hemodialysis
on 10 patients with chronic renal failure on whom regular intermittent dialysis with Kiil
dialyzer had been conduとted o†er one year． The釦ter was compared wi山the standard 2．
layers Kiil diq，lyzer regarding dialysance．
   1） ln order to extract the same aMount of water， negative pressure given on the dialysis
fiuid haq tp be doubled in GambrO filter as compared with Kiil dialyzer． For exarnple， to
ext’窒≠モ?water ．of ，200 g per hour， negat’ive pressure of 180 to 200 mmHg was necegsary in
Gambro filter， whereas 100 to 120 mmHg in Kiil dialyler．
   2） Dialysance of the various substances were as follows．
Dialysance at blood
gow of 200 m1／min

















   The dia，lysances’by Gambro filter ．are inferior to those by the standard Kolff． twin coil，
but they are better as much as． 10％ than those by Kiil dialyzer in urea nitrogen and
creatinine． As to dialysance of NPN and uric acid， there was almost no difference between
Gambro and Kiil．
   3） Changes in dialysance according to time were as fo！loWs．
   Reduction of ・dialysance may be explained by 1） drop of ¢oncentratipn gradient in and




?獅?of hemodialysis Changes during hemodialysis．
CambroKii1 Cambro Kii1
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y leukocytic adhesion， and reduced blood flow due to lowerlng blood pressure resulting from
ater extraxti，on by ultrafiltration．
 4） Gambo filter is compact and ready to use， does not need a blood pump， needs only’
mall vo工ume of priming blood， and Ieaves residual blood of very smali amount． Another
dvantage of． this filter is that the medical staffs are required much less contact with the
atients’ blood and dialysis hepatitis may be prevented． No pyrogenic reaction nor blood
eakage was observed during hemodialysis with Gambro filter． Gambro filter will be widely




o鷹型人工腎臓（Kolff’s twin coil kidney：
ravenol Laboratories Inc．， Morton Grove
























Fユ45， UF 100（Travenol Lab． Inc．， Mor－
on Grove， Illinois， U． S．A．） や EX－01，
X－03 （Extracorporeal and Medical Special－
ties Company， lnc．， Medford， New Jersey，
・S・A・），Kiil型ではNose－Kiil EnveloP
Common Wealth Scientific Corp．， Willough－
y， Ohio， U． S． A．） Gambro fi！ter （AB
ambro， Lund， Sweden）， Rhone－Poulenc
ialyzer （Rhone－Poulenc lnc．， Paris， France）
さらに新しい形態のhollow glass fiber dia－
























blood fiow 200ml／min， dialysate fiow ／00ml／min，















Fig． 1 Gambro filter
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法にて， また， 血清電解質中Na， KはColeman
flamephotorneter， CaはEDTA滴定法， Clは
Schales－Schales法にてそれぞれ測定した．



















































 一50 一100 一150 一200 一250    D”taLysate Pressure（mrnHg）
Relationship of weight loss to dialy－
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Fig． 5 Relationship of weight loss to dialy－
    sate pressure in Kiil dialyzer
窒素代謝産物のdialysance











       ●   o
  ’．∴二3：’
      のコ コの！・：’ ・ i’a：・’
メ     。
．
           BLOOD FLOw （mUmin．）
Fig．6 Relationship of NPN dialysance to
    blood flow in Gambro filter
o
Table 1Plasma concentrations of NTPN， urea－N， creatinine， uric acid， phosphorus and Nia， K， Ca， Cl
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Gambro ： Gambro filter
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Relationship of NPN dialysance
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   fit 100  ’ 1 so 2co 2FjO           BLam FLOW （rnLtmin．）
Relationship of urea－N dialysance to
blood fiow in Kiil dialyzer
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Fig． 10
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’Relationship of creatinine dialysance
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Relatibnship of urea－N dialysance to
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         BLOCN） FLOW（mt．lmin．）
Relationship oi creatinine dialysance
tp blood fiow in Kiil dialyzer
刀i村・ほか＝Ga皿bro filter
 クレアチニ／dialysance：Fig．10， Gatnbro fi1－




Table 5 Uric acid dialysance （ml／min）
Blood fiow
（ml／rnin）
．’H’ab164 ． Creatinine dialysance （rn1／min）
Blood且ow
irn1／min）
       i
fambroKiil
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Relationship of uric acid dialysance
to blood fiow in Gambro filter
Fig． 14
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Relationship of phosphorus dialysan－
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Relationship of uric acid dialysance
to blood fiow in Kiil dialyzer
       dialysanceの経時的変化
 つぎに8時間透析中の各dialysanceの時間的な．変
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 Relationship of NPN dialysance to























































Oh1 2 4 6 8     HOURS  OF  DIAしY51コ
口elationship of urea－N dialysance to










e％1 2 4      HouRS OF DIALYSIS
Relationship of uric acid dialysance









   Gambro filter
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Fig． 17
O，1 ll 一t 2 4 6 s      HOURS OF DIALYSiS
Relationship of creatinine dialysance







 そのほか，血渚電解質，Na， K， Ca， C1について
はとくに著変を認めず，Kindery 2号の電解質組成
（Na： 132．0一一J134．O mEq／L， K： 2．0－v2．2mEq／L，































 しかし， このKiil dialyzerにも補填亘巳液力沙な






















































and ら15）によると， Gambro filterにおけ國るblood
leakの発生頻度は0．8％（12回に1回）で， stand－



















200 ml，／minでKolff’s twin coi1（standard）の
dialysanceを100％として， Gambro filter， Kiil
dialyzerを比較するとTable 6のごとくである．こ
れ よると，尿素窒素， クレアチニンについては，
Gambro filterでtwin coi1には及ばないカミ， Kiil
dialyzerより10％増しの効率のようである． Ladefo一
110 川村t一ほか：Gambr6趾er
Tab工e 6 Comparison of clearances among
    Kolff’s twin coil kidney， Gambro
    filter and Kiil dialyzer．

























について， 4層のKiil dialyzerと比較して， 150
m1／min血流速度で， ・Gambro filter 80皿1／min，
Kiil dialyzer 70 m／／min’ﾆいう結果をえている．












































































               川村・ほかlGambro filter              111
                         1．









 standard19， OOO 800ヨ000
             200Mi・fhrr（B300ed”“ i？Pow， 20g Omi．］．0 9．．） 5VmVe一／m’i H’］i． ioo rnmHgG
2一 ］・ UF 145 14，500 450 一 600120－180 80 一一 110（bim‘盾盾tпfi?ndU盾浴^lso－VR”O6 FTS’t”／．i．．） 300
OmmHg i 350 1？．1－／hr
，， ” ^ 200 mL／M’ih．
5） UF IOO 10， OOO 360 一 470
             OmmHg ／ 400 M！・／hr
（輪胤、15。一38講9、．）175・・2…し／…
厚    Chron－A－Coiし9， OOO 500 一一 600 60－90 50－ 60（biood f［ow／lso：200 ML’^min）
1．6 ML／min．
5｝ EX OI 7， OOO 240一 260
             100mmHg／ 250 M［・／hr
（品8♂舞2w、2。。 Z駄識，。i。）26・・ ／6・・tl
b）  Kilレ2－layers  9，000～11，000  215～ 350so－120 60 一一 eo             －54（b［ood f16w／150一一250mLfmin）
m7590mnnHg／ 25MLI． min．
・t T^  193Mt／hr，
’J・） WG No． 7200 550 一 650 150 一・ 200
，、謝19．、15。麟．in、二118mTHg：19眺
e） GQrnbro f／ter 10，400－13，300 200 一一 300
             一79mmHg ／
 8  一 120 70－90 一10Q 一


















なお，UF 145， UF 100， Chron－A－coi1， EX O1の
dialysanceに関しては，外国の報告20“’25）を一部に引
用した．最近，コイル型でも補填血液量の少ないUF

































95 m1／min（Kiil dialyzerでは80 m！／min），
クレアチニンdialysance 70 m1／min（Kiil di－
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